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Object of
calibration

Celibration
method 

Environmental
conditions

Date of 
calibration

Traceability

Calibration
results

Measurement
uncertainty

Temperature Data logger
Producer: Termoprodukt
Model: Termio-1 probe ST-05
Serial No: 070325

The calibration was performed in accordance with Procedure 5.4
“Calibration of electronic thermometers” edition dated 01.02.2017

Temperature: (21,0-22,4)°C 
Humidity: (36,6-40,7)%

14.03.2025

The calibration results were referenced to the state standard 
temperature measurement standard maintained at GUM, using a 
Platinum sensor PT-100 serial no. 103366-207 cooperating with 
DTI1000 thermometer serial.no.00895401159.

Listed on page 2 of this certificate, along with the values of the
measurement uncertainties. 

The uncertainty of measurement has been determined in accordance with
document EA-4/02.The uncertainty values given are expanded uncertainties 
with a confidence level of approximately 95% and a coverage factor of k=2. 

This certificate may be shown or copied only in its entirety

Location of
Calibration

Piotr Wróblewski ”TERMOPRODUKT”
Tkacka 17 St.
58-260 Bielawa
VATIN:8821459956
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Date of issue: 14.03.2025 Certificate no: 783/25 Page: 2/2

Results of
calibration The results of the calibration performed are shown below: 

The certificate becomes invalid in case of mechanical damage to essential parts of the meter.
The temperature values given refer to the 1990 International Temperature Scale (MST-90) 

Authorized by

LP

Reference
temperature 

Tp 
°C

Results of calibrated instrument 
Tw 
°C

Measuring error
Tw-tp
 °C 

Uncertainty 
U
°C

1 0.00 0.01 0.01 0.05

2 50.00 50.05 0.05 0.05

3 100.00 99.99 -0.01 0.05

4 150.00 149.92 -0.08 0.05
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